Performance of the veto detector incorporated into the ZEPLIN— III experiment 
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The ZEPLIN-III experiment is operating in its second phase at the Boulby Underground Laboratory 
in search of dark matter WIMPs. The major upgrades to the instrument over its first science 
run include lower background photomultiplier tubes and installation of a plastic scintillator veto 
system. Performance results from the veto detector using calibration and science data in its first 
six months of operation in coincidence with ZEPLIN-III are presented. With fully automated 
operation and calibration, the veto system has maintained high stability and achieves near unity 
live time relative to ZEPLIN-III. Calibrations with a neutron source demonstrate a rejection of 60% 
of neutron-induced nuclear recoils in ZEPLIN-III that might otherwise be misidentified as WIMPs. 
This tagging efficiency reduces the expected untagged nuclear recoil background from neutrons 
during science data taking to a very low rate of ~0.2 events per year in the WIMP acceptance 
region. Additionally, the veto detector provides rejection of 28% of 7-ray induced background 
events, allowing the sampling of the dominant source of background in ZEPLIN-III - multiple 
scatter 7-rays with rare topologies. Since WIMPs will not be tagged by the veto detector, and 
tags due to 7-rays and neutrons are separable, this population of multiple scatter events may be 
characterised without biasing the analysis of candidate WIMP signals in the data. 

PACS numbers: 14.80.Ly; 21.60.Ka; 29.40.Mc; 95.35.+d 



I. INTRODUCTION 

The ZEPLIN-III instrument 0, is a two phase (liq- 
uid/gas) xenon detector with photomultiplier (PMT) 
readout designed to observe the low energy nuclear re- 
coils from elastic scattering of weakly interacting mas- 
sive particles (WIMPs). ZEPLIN-III records both di- 
rect scintillation light (SI) and electroluminescence from 
ionisation (S2) of the xenon target 13] following an en- 
ergy deposition. The ratio of the signal strength in these 
channels differs for electron and nuclear recoil interac- 
tions, allowing discrimination between incident particle 
species and the efficient rejection of most background 
events. However, as is the case for all direct dark matter 
search experiments, single elastic scattering of neutrons 
and WIMPs generate the same signature, rendering the 
former a particularly problematic background. Further- 
more, even where electron recoil discrimination is excel- 
lent, it is probabilistic and there always remains a small 
probability for those electron recoils to be misidentified 
as nuclear recoils. An external plastic scintillator based 
veto detector can help decrease these backgrounds by re- 



* corresponding author: c.ghag@ed.ac.uk 



moval of coincident 7-ray and neutron induced nuclear 
recoil events (WIMPs are extremely unlikely to scatter 
in both detectors). In addition, by providing an inde- 
pendent measurement of 7-ray and neutron rates in the 
WIMP target, it will also help decrease the systematic 
uncertainty in the estimation of these background rates, 
thereby increasing the significance of a non-zero obser- 
vation. Experiencing the same physical conditions as 
ZEPLIN III, the veto system also provides valuable envi- 
ronmental diagnostic information as well as independent 
in situ measurements of ambient background radioactiv- 
ity levels. 

The first science run of ZEPLIN-III resulted in the 
exclusion, with 90% confidence, of spin- independent 
WIMP-nucleon cross sections above 8.1 xlO -8 pb for 
a WIMP mass of 55 GeV/c 2 [1], and spin-dependent 
WIMP-neutron cross sections above 1.8xl0 -2 pb 
The explanation of the DAMA annual modulation sig- 
nal [f| by inelastic dark matter Q in a Maxwellian 
halo scattering on iodine was ruled out with 87% con- 
fidence [8J]. Since then the instrument has undergone an 
upgrade with the replacement of the internal PMT ar- 
ray, the dominant source of background during the first 
science exposure. The addition of the veto detector will 
further improve the sensitivity of a second run of the ex- 
periment. These upgrades are as originally conceived, 
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planned and scheduled prior to the first science run. As 
such, the necessity for a veto detector with high neutron 
rejection efficiency has been motivated by conservative 
nuclear recoil expectation levels from the first science run. 
Since considerably reduced second science run neutron 
induced nuclear recoil predictions have been successfully 
met following the internal PMT array replacement, the 
diagnostic capability and 7-ray tagging efficiency of the 
veto detector become increasingly significant. 

By design, the veto detector itself contributes negligi- 
ble additional background to the xenon target. All detec- 
tor components have had their performance characterised 
extensively to maximise the expected detection efficien- 
cies for both electron and nuclear recoils. These studies, 
supplemented with Monte Carlo simulations using the 
GE ANT4 toolkit [§] , have been presented previously [l(| ■ 
In the following sections we present the realised perfor- 
mance of the veto detector following six months of con- 
tinuous operation. We first give a brief description of the 
system followed by results from calibrations showing de- 
tector stability and operational robustness. In the sub- 
sequent sections the efficiencies for rejecting coincident 
7-ray and neutron events in ZEPLIN-III are presented. 
These so-called 'tagging' efficiencies are defined as the 
fractions of events occurring in the xenon target that are 
successfully identified and may be vetoed. As is described 
111 Section [V] 7-rays that deposit energy in the liquid 
xenon and the veto detector do so approximately simulta- 
neously. Consequently, such coincident vetoed events are 
labelled 'prompt' tags. Signals in the veto following neu- 
tron recoils in ZEPLIN-III, however, arrive after a time 
which depends on the passive shielding and veto detector 
geometry and composition. The majority of these neu- 
tron events are well separated in time from prompt tags 
and, as is described in Section [VTl are labelled 'delayed' 
tags. In Section IVIII we discuss briefly how the tagging 
of a unique background adds to the statistical evidence 
of a signal appearing among the untagged events. 



II. DETECTOR DESCRIPTION 

The veto instrument has two main components. A 
Gd-loaded polypropylene structure, close-fitting around 
and above ZEPLIN-III, moderates and captures neu- 
trons that may have scattered in the WIMP target; this 
structure is shown in Figure Q] during assembly. The cap- 
ture 7-rays are detected by 52 plastic scintillator mod- 
ules (polystyrene-based UPS-923A) which are assembled 
around the polypropylene; these are shown in Figure [5] 
after assembly. The entire structure is subequcntly en- 
closed in a Pb castle, as depicted in Figure^ a schematic 
drawing of ZEPLIN-III, the veto system, and passive 
shielding. A detailed description of the veto detector 
hardware is given in Ref . [10[ , here only a brief summary 
is presented. 

The scintillator modules each have one PMT (ETEL- 
9302KB) optically coupled to one end. The PMT and 




FIG. 1: An image of the passive Gd-loaded polypropylene 
sections of the veto detector partially assembled around the 
ZEPLIN-III instrument. Thirty- two such sections form a 
closed barrel and a roof plug is lowered onto the barrel to 
enclose ZEPLIN-III completely. The active scintillator mod- 
ules are then placed around the polypropylene, and make up 
in total 30 cm thickness hydrocarbon shielding. 



associated electronics are housed in a plastic cylinder 
which is bonded chemically to the scintillator; some such 
tubes are visible on the roof section in Figure [5J To min- 
imise loss of light within a scintillator bar, each piece 
has been wrapped along its length with PTFE sheet of 
high diffuse reflectivity, and then in black opaque sheet 
to provide light tightness. A reflector (aluminised Mylar 
film) is placed at the far end from the PMT to increase 
the light collection of the unit. All scintillator modules 
are 15 cm thick. Modules on the roof vary in length from 
^40 cm to ~100 cm to form an approximate disc whereas 
the trapezoidal shaped barrel modules are all 100 cm in 
length. 

The scintillator modules of the barrel surround individ- 
ual 15 cm thick polypropylene sections that are loaded 
with 0.4% Gd by weight. The active and passive plas- 
tic sections together maintain the 30 cm hydrocarbon 
shielding thickness of the first science run. A single 
Gd-loaded polypropylene roof plug supports the 20 roof 
modules of scintillator. At 0.4% concentration of load- 
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FIG. 2: An aerial view of the completed veto detector before 
the Pb castle is built up around the entire assembly. The 
Gd-loaded polypropylene sections have been completely en- 
closed by the scintillator modules. Thirty-two sections make 
up the barrel with a further twenty modules on the roof 
above ZEPLIN-III. The enclosures for the PMTs attached 
to the scintillators on the roof can be seen whereas those on 
the standing barrel scintillators are in recesses built into the 
polypropylene sections. The outer diameter of the barrel is 
160 cm. 



ing >99% of neutrons moderated to thermal energies 
undergo radiative capture on 157 Gd (natural abundance 
15.7%) which has an extraordinarily high capture cross 
section of 2.4 xlO 5 barn [TTj | . The benefit of using Gd is 
two-fold. Firstly, the states populated in 158 Gd by the 
neutron capture decay with the emission of up to 8 MeV 
distributed amongst typically 3-4 7-rays rather than the 
single 2.2 MeV 7-ray that follows radiative capture on H. 
The inclusion of Gd, thus, increases significantly the neu- 
tron tagging efficiency. Secondly, the mean capture time 
is reduced relative to that on H. This allows adoption of 
a shorter coincidence window resulting in reduced data 
volume and a lower accidental coincidence rate. The Gd, 
in the form of Gd203, is mixed into an epoxy and set 
into slots in the polypropylene sections, with slot pitch 
and width 10 mm and 2 mm, respectively. The veto de- 
tector and the ZEPLIN-III instrument stand on a 30 cm 
thick polypropylene base and are enclosed within a 20 cm 
Pb castle. A single blue LED transmits light through 52 
optical fibres to the far end of each of the veto detector 
modules for weekly monitoring of the scintillator/PMT 
response. Each PMT output is digitised with 14-bit res- 
olution at 100 MS/s for a waveform duration of 320 /is. 

The operation of the veto detector allows for a com- 
bination of 'slave' and 'master' modes. In slave mode, 
timelines from all modules are recorded when an exter- 
nal trigger from ZEPLIN-III is received. In master mode, 
when certain conditions are met, the veto system triggers 
independently. In the present configuration this happens 
when three or more modules each register at least 10 




FIG. 3: Cross-sectional view of the ZEPLIN-III experiment 
in its second science run configuration. In the centre is the 
ZEPLIN-III detector (labelled A) showing the outer copper 
vacuum vessel. Forming a barrel around ZEPLIN-III are the 
32 Gd-loaded polypropylene pieces and roof plug (labelled B 
and hatched). Surrounding these are the active scintillator 
modules (C) with PMTs housed in cups and recessed into 
the lower polypropylene structure. The 20 roof modules of 
scintillator (D) rest on the roof plug. The lower polypropylene 
structure (E) contains no Gd and rests on a copper and a 
lead base (F). Finally, the lead castle (G) envelopes the entire 
assembly. 



photoelectrons in the same event. This threshold results 
in an event rate of approximately 2 Hz and allows for 
an independent measure of background from the detec- 
tor surroundings, especially ambient neutrons from the 
laboratory rock. 

Finally, a muon trigger is derived from the roof mod- 
ules with no condition on multiplicity (i.e., the number 
of modules with simulataneously occurring pulses) . This 
requires an external triggering unit in order to avoid the 
large data volumes otherwise generated by a software 
trigger testing individual modules. In addition to pro- 
viding a direct measure of the atmospheric muon flux 
through the laboratory, the purpose of the unit is to help 
determine the muon-induced neutron production rate in 
Pb, a measurement of interest to the rare-event search 
community. Using the Pb castle as a target and taking 
advantage of the low energy threshold of the veto detec- 
tor as well as its segmented design to provide angular 
information, it is hoped that an improvement upon pre- 
vious measurements conducted in a similar fashion may 
be made [l2[ • Results of these studies will be presented 
at a later date. Here we focus on the results from the 
system in its primary role of a veto detector. 
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III. DETECTOR STABILITY 

Daily calibration of the veto detector with a radioac- 
tive 7-ray source is impractical: besides taking too long 
to calibrate all 52 modules, a high 7-ray flux inside the 
castle might compromise the stability of ZEPLIN-III. To 
probe the stability of the veto system we monitor, sep- 
arately, the light transmission of the scintillators (using 
the fibre-coupled LED signal) and the electronic gain (by 
measuring the single photoelectron (SPE) response of the 
PMTs). In addition, we confirm the rate of coincidences 
with ZEPLIN-III on a daily basis, record the rate and 
energy spectrum of the master-mode triggers, and mea- 
sure the 7-ray tagging efficiency and a number of envi- 
ronmental parameters which can be correlated with the 
data a posteriori. The PMT and LED calibrations are 
described next, followed by the methods used to synchro- 
nise the two instruments, looking in particular at how 
these evolved over several months of underground oper- 
ation. 



A. SPE calibration 

An automated daily SPE analysis examines the preced- 
ing day's dataset (excluding the portion of the waveforms 
where a signal in prompt coincidence with ZEPLIN-III 
would appear) and searches for the smallest area pulses 
found above the baseline. This is done by the pulse- 
finding software 'raVen', a dedicated code derived from 
the ZEPLIN-III data reduction application ZE3RA pj . 
Most of the 320 (is long timelines are empty save for sig- 
nals from spontaneous photoelectron emission from the 
PMTs, due to both dark noise and low-level light leakage. 
The peak position of the resulting SPE spectrum from 
each channel, which is very well defined for all modules, 
has been used to equalise the PMT gains across the array 
prior to the science run. 

The SPE analysis ensures stability of the gains as well 
as providing a conversion from pulse size to number of 
photoelectrons, allowing accurate calibration of the sig- 
nal response. Calibrating using SPEs from the science 
acquisition itself, rather than a dedicated SPE dataset, 
avoids interrupting the science run and maximises the 
WIMP search exposure. Moreover, this ensures signal 
pulses are calibrated with contemporaneous SPE data 
subjected to identical operational conditions. Figure 3] 
shows the average of the mean SPE values from all 52 
PMTs. With continuous dark operation of the PMTs, 
their gains are found to be rising on average by ^0.6% 
per month in the first 3 months of operation. With the 
PMTs on the outside of the plastic shielding, it is ex- 
pected that they should be affected by seasonal environ- 
mental changes in the underground laboratory. Although 
this effect is small, it nonetheless highlights the need for 
this regular calibration. 
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FIG. 4: Evolution of the mean of the SPE peak positions for 
all 52 veto detector PMTs over a 3 month period. The bars 
are the r.m.s. of the 52 means of the SPE peak positions. 



B. LED calibration 



The response of the PMTs to light transmission 
through the plastic scintillator is measured with weekly 
illumination from a blue LED coupled through an inde- 
pendent fibre optic cable to each module. Datasets are 
acquired during a brief pause in the running of ZEPLIN- 
III used to perform maintenance operations such as filling 
of the LN2 reservoir. The LED is mounted in an acrylic 
light guide from which 52 optical fibres emerge. These 
fibres are secured in recesses in the plastic scintillators at 
the opposite ends to the PMTs. The LED is pulsed at 
a frequency of approximately 30 Hz for 300 s and light 
emitted from the fibres is transmitted through the scin- 
tillator to the PMT photocathode, generating for each 
pulse an average of 48 photoelectrons in each module. A 
relatively low rate is used so as not to distort spectral 
shape through induction of afterpulsing or saturation ef- 
fects in the PMTs. The number of photoelectrons con- 
tributing to the peak LED response is calculated from 
the SPE peak position and estimated from the width of 
the distribution for consistency. The normalised num- 
ber of photoelectrons detected in each module is then 
tracked as a function of time throughout the course of 
the experiment and is plotted in Figure [SJ showing no 
detectable change in optical transmission so far. A full 
study of the properties of UPS-923A scintillator, includ- 
ing results from dedicated measurements of its nuclear 
quenching factor for low energy recoils, will be presented 
elsewhere [14] . 
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FIG. 5: Evolution of the number of photoelectrons from LED 
exposures (normalised to the first measurement) for a single 
typical veto module. 



C. ZEPLIN— III - Veto event synchronisation 

The ZEPLIN-III and veto detector data acquisition 
systems operate at different sampling speeds and digitise 
waveforms of different duration with different resolutions. 
Accurate target-veto timing is achieved using a bespoke 
synchronisation unit clocked at 1 MHz. This sends a 32- 
bit digital stamp to both acquisition systems following 
a trigger from either detector. A number of additional 
methods have been implemented for redundancy. This 
is critical since, in case of malfunction of the synchro- 
nisation unit, the veto efficiency might be compromised 
for a significant part of the dataset. Firstly, an internet 
time server is used to synchronise the two data streams 
to 4 ms. It is then required that the time difference be- 
tween consecutive coincident events (i.e., excluding veto 
self triggers) agrees to within 1 ms; since the target trig- 
ger rate is only ~0.4 s _1 and all genuine coincidences 
have triggers sourced from ZEPLIN-III, the event time 
distribution proves to be a powerful selector. Finally, 
the summed signal of the PMT response of ZEPLIN-III 
is digitised into the veto data acquisition and pulse pa- 
rameters must agree. Using these methods the fraction 
of unsynchronised events is negligible. 



IV. DETECTOR INTERACTION RATES 

The integral signal rate in the veto detector during 
science data-taking is shown in Figure [6] This is the cu- 
mulative distribution of pulse sizes, given in total number 
of photoelectrons, as a function of threshold. Note that 
there may be several pulses per event, the latter being 



determined by a single data acquisition trigger. As such, 
Figure [B] indicates the actual background pulse rate as 
measured by the veto detector. The plot extends to the 
point of pulse saturation, which is due to the full range 
of the digitiser ADCs and the gain settings of the PMTs, 
and occurs at approximately 65 photoelectrons (equiva- 
lent to several MeV of energy deposition across the ar- 
ray). The pulse rate from background data is well de- 
scribed by a combined fit of three components. The first 
is a semi-Gaussian fit to the SPE peak up to 2 photoelec- 
trons, characterising thermionic emission from the photo- 
cathodes and ambient light leakage into the scintillators. 
As described in Section [V] such single pulses are consid- 
ered below threshold for valid coincident events. The sec- 
ond component is an exponential fit to background from 
radiological contamination from within the veto detector 
PMTs. In particular, the 40 K content dominates between 
2-15 photoelectrons. 40 K has an 89% j3~ decay branch- 
ing ratio. For a refractive index of 1.49 at 400 nm, f3~ 
radiation emitted from the potassium generators in the 
PMT behind the photocathode will produce Cherenkov 
photons in the window when the electron energy exceeds 
178 keV. Dominated by signal from these photons and 
supplemented by Bremsstrahlung radiation in the win- 
dow and the scintillator from j3~ particles with energies 
in the tail of the distribution that escape the window, the 
slope and magnitude of the contribution from this com- 
ponent are consistent with expectations [l5|. The third 
component in the combined fit to the pulse rate spec- 
trum dominates at higher energies and is of particular 
relevance to ZEPLIN-III. It is an exponential fit to the 
background component due to 7-ray radioactivity from 
U and Th decay chains and 40 K 7-rays within shielding 
and surrounding materials interacting within the scin- 
tillator. This includes the contributions from all of the 
veto detector components such as the plastic and the 
PMTs, and is dominated by both plastics, despite their 
low radiological content, due to their high mass. The 
measured 7-ray background agrees with predictions from 
Monte Carlo simulations presented in Ref. [l(| provided 
that one adopts contamination levels just consistent with 
the sensitivity of the radio-assays that produced null re- 
sults, most notably the Gd-loaded polypropylene. This 
is also consistent with the 7-ray background observed in 
the liquid xenon target [16j. The radiological activity 
from the veto detector will contribute less than 0.01 sin- 
gle neutron elastic scatters per year in the ZEPLIN-III 
fiducial volume. 7-ray emission from radioactive impuri- 
ties in the plastic scintillator also poses a low risk since 
it is tagged with near unity efficiency. 

The background signal rate in the veto detector is also 
of direct consequence to its performance since this de- 
fines the probability of an event in ZEPLIN-III being 
accidentally vetoed. The accidentals rate is determined 
separately for prompt 7-ray tagging and for delayed neu- 
tron tagging since the selection criteria (such as energy 
threshold, pulse arrival time, multiplicity, etc) for a co- 
incident event to be labelled as a 7-ray or neutron differ. 
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FIG. 6: Cumulative background signal rate in the full veto 
detector array as a function of photoelectron threshold. All 
pulses are considered irrespective of multiplicity. Statistical 
errors are too small to be seen on this scale. The pulses are 
measured from slave mode triggerd events and the rate is trun- 
cated at 65 photoelectrons where pulse height saturation takes 
effect. The fit to the data is composed of three well resolved 
components made up of SPEs, internal background from the 
PMTs and 7-ray background from radiological contamination 
within surrounding materials and the veto detector itself. 

In principle, the signal multiplicity could be an impor- 
tant characteristic with which to discriminate between 
veto events caused by 7-ray and by neutron backgrounds, 
due to the multiple, several MeV 7-rays that result from 
radiative capture on the Gd loading. Figure [7] shows the 
multiplicity distributions of tagged 7-ray background sig- 
nals in the veto detector and of tagged neutron events 
from calibration data. That the tagging efficiency for 
background 7-rays falls more rapidly with multiplicity 
than for delayed neutron signals is clearly illustrated. 
However, as is explored in Section IVIBl exploitation 
of this difference was not found to be beneficial for the 
present application, although it might be a useful char- 
acteristic in other applications. Successful algorithms for 
7-ray and neutron tagging have been found that use only 
timing and energy deposition information; these are now 
described. 



V. 7-RAY TAGGING 

Following a 7-ray Compton scatter in the xenon tar- 
get, the energy deposition from an electron recoil will 
trigger both ZEPLIN-III and veto detector data acquisi- 
tions. The scattered 7-ray may interact promptly within 
the veto detector and only a narrow coincidence window 
is required to identify these 7-rays. The criteria for desig- 
nation of such 'prompt tags' are described below. These 
include determining the optimal prompt coincidence win- 




Multiplicity 

FIG. 7: The relative efficiencies of the prompt 7-ray and de- 
layed neutron tags, as a function of module multiplicity. The 
thresholds for selection of prompt and delayed events are as 
described in Sections IVland rVTl It is solely the multiplicity re- 
quirement that is varied. The maximal efficiencies have been 
normalised to unity to provide a direct comparison. Lines 
through the points have been added to guide the eye. The 
delayed neutron tag varies considerably more slowly with in- 
creasing multiplicity than the prompt tag. This results from 
the former being dominated by detection of multiple high en- 
ergy 7-rays following de-excitation of the 158 Gd nucleus. 

dow and setting of an appropriate veto detector threshold 
(in energy and multiplicity) to maximise acceptance for 
genuine prompt events whilst minimising those that are 
accidentally coincident. This is followed by the resulting 
tagging efficiency for prompt 7-ray signals. 



A. Selection criteria for prompt signals 

ZEPLIN-III discriminates between incident particle 
species by recording a prompt scintillation coming di- 
rectly from the interaction site, SI, and a delayed elec- 
troluminescence signal caused by the ionisation escaping 
into the gas volume, S2. The delay between SI and S2 
can be up to ~16 fj.s depending on the depth in the liq- 
uid at which the interaction took place. ZEPLIN-III 
derives its own trigger either from SI or S2 depending on 
the energy deposit and hence digitises timelines ±16 [is 
either side of the trigger. Consequently, the veto data 
acquisition must do likewise (in fact a slightly wider pre- 
trigger timeline is adopted, -20 /is). The trigger point in 
ZEPLIN-III corresponds to the 17.7 /is mark in the veto 
detector timelines. For SI triggered events, any prompt 
coincidences in the veto detector will appear as a peak at 
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approximately 17.7 (is. This is illustrated in Figure [8] 
showing the times of veto detector pulses recorded in 
background data, having been triggered in slave mode 
by ZEPLIN-III. A single peak with a FWHM of 226 ns 
corresponding to prompt coincidences with SI triggers is 
visible above background (insert) and the region around 
this peak has been enlarged. The events triggered by S2 
have SI signals preceding the trigger point and SI coin- 
cident pulses in the veto detector are distributed in the 
region prior to the prompt peak. The lower level of sig- 
nals occurring after the prompt peak, unrelated to the 
trigger signals in ZEPLIN-III, are random background 
seen in the veto detector itself. 
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dow beyond this only increases the number of events by 
introducing accidental coincidences, which lower the ef- 
fective exposure of the xenon target by unduly rejecting 
potential WIMP events. Figure |H] shows the efficiency of 
the veto detector for tagging prompt events rising rapidly 
as the coincidence window is opened to 0.4 /is. 
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FIG. 9: The efficiency for tagging prompt coincidence events 
between ZEPLIN-III and the veto detector, as a function of 
acceptance window width. The efficiency rises rapidly as the 
window is opened to 0.4 fis, but beyond this any increases 
in efficiency corresponds to the inclusion of accidental coinci- 
dence events. 



FIG. 8: Pulse time distribution from 14-19 /is in the veto 
detector when triggered by ZEPLIN-III. The peak at 17.7 ^s 
is from pulses in prompt coincidence with the SI. Smaller 
signals in the WIMP target, which trigger on S2 instead, are 
contained within a 16 fis region before the peak. Pulses oc- 
curring after this peak cannot be in prompt coincidence, and 
represent the background rate in the veto detector itself. In- 
sert: the pulse start times in the veto detector for the full 
320 fis timelines recorded. 

A number of factors affect the timing resolution of the 
target-veto combination. Naturally, the limited sampling 
speed of the veto digitisers (100 ns sampling) dominates 
this, as illustrated in Figure [5] In addition, there is a 
smaller contribution from the timing jitter in ZEPLIN- 
III itself (2 ns sampling) , both in determining the arrival 
time of SI and, more importantly, in measuring the SI— 
S2 separation. The latter applies to S2 triggers and is a 
few tens of ns, reflecting the slower build up of the elec- 
troluminescence response in the target and charge diffu- 
sion whilst drifting to the liquid surface. Taking these 
factors into account, a coincidence window of 0.4 fis has 
been defined as the prompt window. Extending the win- 



The rate of accidental coincidences can be calculated 
from the product of the event rates in both systems, and 
can be measured directly by applying the same window 
off-coincidence. This rate is 0.4% for a 0.4 /is window 
centred on the peak in Figure |H] using a 2 photoelectron 
threshold. Figure H] corroborates independently the acci- 
dental coincidence rate. Since the plot shows the prompt 
7-ray tagging efficiency values with the thresholds as de- 
scribed above, extrapolating a fit to the linear region at 
high acceptance window values to the y-axis results in 
an estimate of the tagging efficiency in the absence of ac- 
cidental coincidences. The difference between this value 
and the measured tagging efficiency for any given accep- 
tance window is then the accidental coincidence rate for 
that window. At 0.4 fis window width the accidental 
rate is predicted to be less than 0.4%, in agreement with 
measurements. 

The prompt tag threshold requires a minimum of 2 
photoelectrons equivalent pulse signal distributed in any 
pattern across the veto detector, provided that any co- 
incident pulses across multiple modules are themselves 
within ±0.2 fis of one another. Lowering the thresh- 
old any further would result in a prohibitive accidental 
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rate due to PMT dark noise and light leakage at the sin- 
gle photoelectron level. This is illustrated in Figure ITU1 
showing the fraction of events accidentally tagged as 7- 
rays in ZEPLIN-III, as a function of signal threshold in 
the veto detector. Here, the veto detector channel time- 
lines are searched for accidental coincident pulses outside 
of the prompt coincidence window and the pre-trigger re- 
gion. This ensures genuine coincidences with SI signals 
are ignored. 
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FIG. 10: Accidentally tagged events in the 0.4 fis prompt 
window as a function of veto detector threshold. The band 
represents la errors. For the prompt tag threshold of 2 pho- 
totelectrons equivalent signal in the veto detector, the proba- 
bility that a tagged event is not correlated with the signal in 
ZEPLIN-III is 0.4%. 



B. 7-ray tagging efficiency 



induced background or a-particles that cannot directly 
give signal in the veto modules) and the 7-rays have con- 
sequently a higher probability of being detected in the 
veto modules. The tagging efficiency for prompt events is 
(28.1±0.2)% for synchronised electron recoil background 
in the fiducial liquid xenon volume. Monte Carlo sim- 
ulations of the 7-ray induced background in the xenon 
from each of the components contributing to it, as deter- 
mined from the ZEPLIN-III data, have been performed. 
The weighted average tagging efficiency is predicted to 
be (27.0±0.6)%, which, when supplemented by the 0.4% 
accidental coincidence rate, rises to (27.4±0.6)% and is 
consistent with the measured value. Since much of the 7- 
ray background in the xenon target arises in components 
beneath the xenon [16], low energy shallow angle single 
scatters are preferentially tagged by the roof modules. 
Additionally, these modules are shorter than those in the 
barrel such that equivalent energy depositions result in 
larger photoelectron signals in the former. As a result, 
the efficiency for rejecting 7-ray background is dominated 
by the roof. 
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With the prompt tag criteria set out above, the tagging 
efficiency can be determined from synchronised back- 
ground data triggered by ZEPLIN-III with the veto de- 
tector running in slave mode. The resulting prompt tag- 
ging efficiency is shown as a function of veto detector 
threshold in Figure 111! The plot shows the measured 
efficiencies for all triggered events below 100 keV ee en- 
ergy in ZEPLIN-III (where keV ee is electron-equivalent 
energy using 122 keV 7-rays from a 57 Co source to set 
the energy calibration). Also shown is the tagging ef- 
ficiency for those events that occur in the fiducialised 
xenon of the ZEPLIN-III instrument. As expected, the 
efficiency increases when considering the central fiducial 
target xenon. Here background events are more likely to 
be from Compton scatters (rather than, for example, 8- 



FIG. 11: The percentage of coincident events satisfying the 
prompt tag as a function of veto detector threshold, for all 
synchronised ZEPLIN-III events depositing up to 100 keV ee 
in the target xenon as well as for the fiducialised target. No 
additional cuts or restrictions have been applied to the data. 

The prompt tagging efficiency has been explored as 
a function of the energy of the coincident signal seen 
in ZEPLIN-III. Figure shows the differential rate 
of background events in ZEPLIN-III for energies up to 
200 keV ee . The rate of electron recoils in the liquid 
xenon WIMP target (6.5 kg fiducial region) is 0.75±0.05 
events/kg/day/keV at low energy, which represents a 
20-fold improvement over the rate observed in the first 
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run of the experiment [l6j]. The prompt tagging dif- 
ferential rate is approximately a constant fraction of 
the total. For synchronised signals depositing less than 
20 keV ee in ZEPLIN-III (the approximate upper bound- 
ary of the WIMP acceptance region), the average fraction 
is (28.2±0.6)%. 



more, as is discussed in Section IVlIl if a small population 
of WIMP candidates is found in ZEPLIN-III, the (lack 
of) prompt tagging can rule out a significant 7-ray com- 
ponent. Finally, a discrepancy between predicted and ob- 
served tagging efficiencies in the science exposure could 
indicate that electron recoil backgrounds have a signifi- 
cant j3" contribution, such as that expected from 85 Kr 
or surface contamination. 
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FIG. 12: Differential background energy spectrum in the fidu- 
cial target of ZEPLIN-III in the second science run (solid line 
- labelled 'Background'). This rate is over an order of magni- 
tude lower than the first science run as a result of the upgrades 
to the instrument. Overlaid are histograms of the differential 
rates of all events tagged as only prompt coincidences (dashed 
line - labelled 'PTAG'), constituting approximately 28% of 
the total rate, and events tagged as only delayed coincidences 
(dotted line - labelled 'DTAG'). The latter population is con- 
sistent with accidentally coincident delayed tags (as described 
in Section rvT|) . and represent 0.7% of the electron recoil back- 
ground. The vertical line represents the approximate upper 
boundary of the WIMP acceptance window. 

This efficiency represents a significant improvement 
over the veto system used in the ZEPLIN-I and ZEPLIN- 
II experiments fl8l - f20l ] . This is as a result of successful 
operation at the low threshold of only 2 photoelectrons 
(equating to ^40 keV of energy deposition in the scintil- 
lator) and a narrow coincidence window mitigating the 
effects of background rate in a large tonne-scale external 
veto device that also doubles as shielding. In addition to 
background rejection, the significant 7-ray tagging effi- 
ciency further enhances the effectiveness of the veto de- 
tector as a diagnostic aid. In particular, it allows def- 
inition of an unbiased sample of background events for 
detector characterisation in a blind analysis and provides 
an independent estimate of the 7-ray background in the 
xenon target. This is especially important at low ener- 
gies where particle discrimination is not perfect. Further- 



VI. NEUTRON TAGGING 

Single low-energy nuclear recoils from elastic neu- 
tron scattering in ZEPLIN-III would be indistinguish- 
able from WIMP interactions. A high efficiency neutron 
veto detector, however, mitigates against this irreducible 
background. Most neutrons generating a signal in the 
xenon target are effectively moderated to thermal ener- 
gies in the polypropylene shielding and undergo radia- 
tive capture by the Gd. The detection of the capture 
7-rays by the veto modules, placed outside of the Gd- 
loaded polypropylene, results predominantly in delayed 
pulses relative to the original scatter in the xenon. As 
mentioned previously, these veto events are labelled as 
'delayed' tags. Both the capture time distribution and 
the overall neutron tagging probability depend on the 
average Gd concentration and its spatial distribution in 
the hydrocarbon shield. The performance of the veto as 
an effective neutron detector relies more on those factors 
than on the scintillation yield, as discussed in Ref. [UJ. 



A. Measurement of the mean capture time 

The veto detector was calibrated in situ using an Am- 
Be (a,n) source inserted through the shieding to a posi- 
tion above the ZEPLIN-III instrument. This calibrates 
simultaneously the response of the WIMP target to nu- 
clear recoils (as produced by WIMPs) and the veto detec- 
tor efficiency for tagging internal background neutrons. 
The presence of Gd in the polypropylene increases the av- 
erage number of 7-rays emitted per capture and shortens 
the mean capture time relative to that in the bare hydro- 
carbon shielding. This raises the detection efficiency and 
reduces the time window required to search for delayed 
coincidences with the target, respectively. It is important 
to measure accurately the time distribution for captures 
relative to neutron scattering in the xenon, since this val- 
idates the spatially-averaged concentration of Gd as well 
as the contribution of captures in other materials. 

Nuclear recoils in the liquid xenon are identifiable by 
their typically lower S2/S1 ratio relative to electron re- 
coils. A population of single elastic scatters from neu- 
trons is defined by selecting a nuclear recoil band within 
2 standard deviations of the median. No additional cuts 
are applied except geometrical ones required to fiducialise 
the liquid xenon volume. Synchronised veto detector 
events are then searched for delayed signals that sat- 
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isfy the selection criteria for neutron events and a neu- 
tron tagging efficiency is established, as described in Sec- 
tion lVIBl The distribution of pulse times for these events 
in the veto detector relative to the time of the SI signal in 
the xenon is shown in Figure 1131 along with Monte Carlo 
simulation results for comparison. The mean capture 
time is measured at (10.7±0.5) /is, which corresponds to 
a Gd concentration of (0.42±0.03)% (w/w) [Tof. It has 
been determined that a range of 0.3-0.5% will vary the 
neutron tagging efficiency by less than 1%, and a mea- 
sured content of 0.42% satisifies this design specification. 
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FIG. 13: Distributions of pulse times in the veto array relative 
to the SI signal from nuclear elastic scatters in ZEPLIN-III, 
for events that satisfy neutron selection described in the text 
(filled histogram). The fit to the data includes an exponential 
time delay distribution and a constant, representing acciden- 
tal coincidences during calibration. The overall trend (solid 
line) has a characteristic decay time of (10.7±0.5) /is. This 
is in excellent agreement with Monte Carlo simulations (open 
histogram), which yield a mean capture time of (10.4T0.3) /is 
for a 0.42% (w/w) Gd concentration 



B. Neutron tagging efficiency 

The design of the veto has been driven by a require- 
ment to maximise the rejection of neutron-induced back- 
ground nuclear recoils in ZEPLIN-III that might other- 
wise be misidentified as WIMPs. Veto pulse selection cri- 
teria must maximise the neutron tagging efficiency whilst 
maintaining a low accidental coincidence rate in science 
data. 

The distribution of pulse times in the veto detector 
measured from the SI time in the xenon (Figure 1131) . 
implies that over 99% of pulses arrive within a 70 /is 



window. The differential rate of events drops by over 
two orders of magnitude up to this point and, for this 
neutron calibration exposure, very few de-excitations oc- 
cur beyond this timescale (sampling limited by statis- 
tics). The characteristic timescale obtained is consistent 
with a Gd concentration of 0.3-0.5% by weight within the 
polypropylene shielding [lOj. Beyond 70 /is the tagging 
efficiency increases slowly, but only due to (expected) ac- 
cidental coincidences. At short capture times, a small 
fraction of neutrons will undergo capture even within 
the small prompt coincidence window (described in Sec- 
tion [Vj. While these neutron events will still be rejected 
by the veto, they will be excluded from the delayed tag 
efficiency. This contribution to the overall neutron tag- 
ging efficiency of the veto must also be considered. 

The choice of threshold for the delayed tag, in terms 
of both number of photoelectrons and multiplicity, has 
been set so as to limit the accidental coincidence tags in 
background data to a maximum of 1%. A rate in excess 
of this poses an unacceptable loss of effective exposure 
given the neutron-induced nuclear recoil expectation in 
the WIMP acceptance region of less than 1 event per year 
following the upgrades to the internal PMT array. The 
desired threshold is achieved by relaxing the neutron se- 
lection criteria in the veto detector until 1% of electron 
recoil events in ZEPLIN-III from background data are 
accidentally labelled delayed tags. This is achieved with 
a 10 photoelectron minimum threshold in the veto detec- 
tor. No minimum multiplicity condition is applied. As 
with prompt tags with pulses distributed across the veto 
detector, all pulses contributing to a delayed tag must be 
coincident with all others within a ±0.2 /is window. 

Figure [TJ] shows the absolute delayed tagging efficiency 
as a function of minimum required veto detector multi- 
plicity, when the threshold is held constant. Increasing 
the multiplicity requirement from 1 to 2 lowers the ef- 
ficiency by approximately 10%. The 10 photoelectron 
threshold with no multiplicity is found to yield an ef- 
ficiency and accidental coincidence rate equivalent to a 
multiplicity of 2 modules recording a total of at least 8 
photoelectrons. The rate of accidental coincidences for 
delayed tags remains low despite a lower photoelectron 
threshold as a result of the stronger dependence on multi- 
plicity for background 7-rays that make up the accidental 
rate. Combining the two selection criteria, i.e., higher 
photoelectron threshold with no multiplicity and lower 
photoelectron threshold with a multiplicity of 2, does not 
result in a gain in efficiency since they each tag correlated 
datasets. For the same reason, however, the accidental 
coincidence rate is increased. As such, the delay tag se- 
lection criteria is only that a combined minimum of 10 
photoelectrons equivalent signal be detected within the 
delay window, with no minimum multiplicity condition, 
although any pulses distributed across multiple modules 
must be in coincidence with all others. 

Although the delay tag criteria have been set for an 
accidental rate of 1%, it is reduced in background data 
by 0.28% - the prompt tagging efficiency. This is be- 
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FIG. 14: Absolute prompt and delayed tagging efficiencies 
as a function of veto module multiplicity. Here the photo- 
electron threshold is held constant at 2 photoelectrons for 
prompt tags and 10 photoelectrons for delayed tags, and only 
the multiplicity requirement varied. Increasing the multiplic- 
ity requirement from 1 to 2 for the delayed tag reduces the 
efficiency by ~10% for a fixed 10 photoelectron threshold. In 
contrast to prompt tags, if a higher multiplicity were adopted, 
such a loss in efficiency could be recouped by using a lower 
threshold with no increase to delayed accidental coincidences. 



cause the population to which the delayed tag applies 
has already been decreased in exposure by the prompt 
tags, which are assessed first. Consequently, the acci- 
dental coincidence rate for the delayed tag in the back- 
ground data is only 0.7%. The differential rate of these 
events in background data is shown in Figure 1121 The 
combined prompt and delayed tagging accidental coinci- 
dence rates for ZEPLIN-III background, 0.4% and 0.7%, 
respectively, is 1.1%. The accidental tagging rate for 
WIMPs, however, remains 1.4% (0.4% from the prompt 
tag and 1% from the delayed tag). 

Figure [15] shows the fraction of single scatter nuclear 
recoils within ZEPLIN-III from an AmBe neutron cali- 
bration dataset that are accompanied by a delayed tag 
in the veto detector, as a function of energy deposition 
in the xenon target. The delayed tag threshold is as de- 
scribed earlier, namely a 10 photoelectron threshold with 
no minimum multiplicity requirement. The delayed tag- 
ging efficiency accurately reproduces the spectral shape 
of the nuclear recoils, with no significant deviations, at 
a constant fraction close to 59%. The mean delayed 
tagging efficiency for these single scatter nuclear recoils 
depositing less than 20 keV ee in the WIMP acceptance 
window is (58.8±0.5)%. The efficiency remains constant 
with ZEPLIN-III energy since the probability of detec- 



tion of the delayed 7-rays from the de-excitation of the 
158 Gd nucleus is independent of the original neutron en- 
ergy. This is because the angular distribution of the inter- 
acting neutrons in the xenon is destroyed through proton 
recoils in the polypropylene and thermalisation prior to 
capture. 
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FIG. 15: The delayed neutron tagging efficiency as a func- 
tion of nuclear recoil energy deposition in the liquid xenon 
target. The average tagging efficiency is (58.8±0.5)% for less 
than 20 keV ee energy deposition single scatters in the WIMP 
acceptance window in ZEPLIN-III. This efficiency remains 
constant since the probability for detection of 7-rays follow- 
ing radiative capture of the neutron and the de-excitation 
of 158 Gd is independent of the neutron energy following the 
scatter in the xenon. 

For a definition of the full neutron tagging efficiency, 
the delayed tagging fraction must be supplemented by 
the fraction of neutron coincidences falling in the prompt 
window. As stated previously, these events would be ve- 
toed by the prompt tag. However, it is not possible to 
measure this fraction using the neutron calibration data 
with exposure to an AmBe neutron source. This is due 
to the emission of high energy 7-rays from the AmBe 
source in coincidence with the neutron emitted in the 
Be(a,n) reaction. Such 7-rays are of course detected in 
the prompt acceptance window and provide accidental 
tags for neutron scatters in the xenon target. More- 
over, due to their high energies (mostly 4.44 MeV), they 
are not representative of 7-ray background and are in- 
distinguishable in size and multiplicity from the delayed 
7-rays from de-excitation of the 158 Gd nucleus follow- 
ing radiative capture. Consequently, the population of 
neutron events in the prompt acceptance window cannot 
be measured directly, but it may instead be calculated 
by extrapolating the delayed time distribution for neu- 
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tron events into the positive half of the prompt window. 
Given the characteristic time of the delayed tag time dis- 
tribution, an additional (1.7±0.1)% in neutron tagging 
efficiency is to be expected from the prompt window. 
Monte Carlo simulations of the neutron calibration expo- 
sure predict (1.5±0.1)% for the equivalent window, and 
a total neutron tagging efficiency (60.7±0.1)% for a 10 
photoelectron threshold [l(J. The measured combined 
(prompt+delayed window) neutron tagging efficiency is 
(60.5±0.5)% for the same threshold, in excellent agree- 
ment with simulations. With a 60% neutron tagging effi- 
ciency, the number of expected nuclear recoil events per 
year from neutron background in the WIMP acceptance 
region of ZEPLIN-III (i.e., 6.5 kg fiducial region, —5- 
50 keV) indistinguishable from WIMP signal, is reduced 
to -0.2. 



VII. IMPLICATIONS FOR SIGNAL LIMITS 
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If one considers vetoed events as a measurement of 
the rate of un-vetoed background events with Poisson 
uncertainty, that information can be incorporated into 
limits on the signal rate. The efficiency, 77, for vetoing 
a background event gives the relative exposure of vetoed 
to un-vetoed background samples: jz^- A confidence 
interval for signal can then be set using the profile likeli- 
hood ratio (PLR) [U as implemented in the ROOT [22 1 
class TRolke. For a single-background case, Figure [TBI 
shows the number of untagged events that would con- 
stitute 3(7 evidence for signal, as a function of ry. With 
7^=0.28, it is seen that 15 un-vetoed events (and no ve- 
toed events) in a search region would be sufficient; this 
number falls for higher veto efficiencies, eventually reach- 
ing 1. In ZEPLIN-III and similar experiments, nuclear- 
and electron-recoil background rates must be summed 
and have different veto efficiencies; however, simulations 
and measurements away from the search region constrain 
the neutron background more tightly than an absence of 
delayed tagged events in the search box alone. Addition- 
ally, the signal and the electron-recoil background - and, 
to a lesser extent, the nuclear-recoil background - are 
differently distributed in more parameters than just veto 
tagging efficiency, for example pulse-shape, energy, mul- 
tiplicity and S2/S1. By using these additional discrim- 
inants, one could reject the background-only hypothesis 
with even fewer un-vetoed, signal-like events than the 
simple counting case of Figure [THJ 



VIII. SUMMARY 

The veto detector has been operational for over 6 
months with stable performance. The duty cycle of the 
veto detector is 100% to that of the ZEPLIN-III in- 
strument, and data streams from both detectors have 
been synchronised successfully with near unity efficiency. 
The interaction rates in the veto detector are in excel- 



FIG. 16: The effect of veto efficiency on discovery power for 
a generic rare event search with a single background and 
no additional discrimination. At is the number of tagged 
events observed, and confidence intervals are calculated as in 
Ref. [H. 



lent agreement with expected background based on dedi- 
cated measurements of all detector components, and this 
validates the impact on both electron and nuclear recoil 
event rates in ZEPLIN-III. Daily SPE and weekly LED 
calibrations have been supplemented with neutron expo- 
sures to determine energy scales and tagging efficiencies 
for both 7-ray induced prompt, and neutron-induced de- 
layed coincidences. 

Selection criteria for both prompt and delayed tagging 
have been defined such that the combined accidental co- 
incidence fraction is approximately 1% in ZEPLIN-III. 
The veto detector rejects over 28% of coincident elec- 
tron recoil background in the xenon target, improving 
rejection of leakage 7-rays, providing diagnostic informa- 
tion for any spurious event populations, and support- 
ing background expectation analysis. The neutron tag- 
ging efficiency of the veto detector is such that 60.5% 
of the expected nuclear recoil background in the second 
science run of the experiment can be identified. After 
veto tagging, the neutron event expectation in a 1 year 
long dataset with typical signal acceptance is some 10 
times lower than the pre-upgrade levels of the first sci- 
ence run [i[ , and ZEPLIN-III could achieve a sensitivity 
of — 1x10 s pb-year to the scalar WIMP-nucleon elastic 
cross-section [lg. The veto detector continues to oper- 
ate in the ongoing second science run of the ZEPLIN-III 
experiment. 
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